
Propo sed

COMMENTS

Wavetek settings:
100 Hz range, dial set to 0.8 - 1.1 (80 - 100 Hz)
sine wave, no invert, no -20 dB attenuation
duty cycle = "CAL"
null DC offset
pull out amplitude knob (-20 dB scale)

Lock-In Amplifier Settings
60 dB (1000x gain)
1 sec time const, 10x output switch OFF
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